Three soluble antigens were compared by radial immunodiffusion (RID) and agar gel immunodiffusion (AGID) tests: a native haptene (NH) from Brucella melitensis 16M, and a polysaccharide (PS) from B. abortus 1119-3, both obtained by non-hydrolytic methods, and the (O-Chain) polysaccharide extracted also from B. abortus 1119-3 but using an hydrolytic method. Three groups ofbovine scra were tested: a) Naturally infected (n = 76); b) Non-infected (n = 130) and c) S-19 vaccinated (n = 61); the sensitivity (Se), the specificity (Sp) and the ability to differentiate vaccinated (ADV) were determined in each group a, b and c respectively. The highest Se in lhe RID test (84.3%) was achieved by NH; while the three antigens gave 100% Sp. The O-Chain showed 100% ADV in this test. In the AGID test PS antigen showed the best Se (86.6%), and ali antigens showed 100% of Sp and ADV Finally, for its production qualities and efficiency the antigens PS and NH represen~a promising alternative for complementary diagnosis of brucellosis.
INTRODUCTION
T he control of bovine brucellosis based on vaccination with Brucella abortus Strain 19 (S 19), either in the traditional or non-traditional schemes, needs to have available tests with high specificity (Sp) and with the ability to differentiate vaccinal (ADV) responses, defined as the capacity to diagnose as negative, to those animaIs which were vaccinated with S19, and have given positive results to c1assical tests. The 
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Sp, and several authors2.X.9.1O.11 have reported its special ability to differentiate between S-19 vaccinated and naturally infected caule, when using soluble antigens. On the other hand, the radial immunodiffusion (RID) test has been used with Poly-B and later with NH4.5.ó. These reports always recorded higher Sp than SAT, RBT and CFT, and also an excellent ADV.
The AGID and RID tests lack on Se, hence did not have usefulness as screening tests in the bovine brucellosis diagnosis':". However, owing to their excellent Sp and ADV, they are usually requested as complementary diagnosis.
Comparative studies of these three antigens have not been done, thus the objective of this work is to compare them simultaneously against caule sera with different epidemiological status.
recommendations-"!'.
Briefly, the agarose gel was prepared in a 10% NaCI, 0.1 M TRIS HCI pH 7.2 buffer with 0.7% agarose. Polystyrene 100 mm diameter Petri dishes were filled with 9 ml ofthe agarose preparation and .3 rnm wells punched in a circular pattern were filled with test and control sera, while in a central well the antigen was placed. Readings to detect precipitation lines were done at 24,48 and 72 hours; DAFF ER, J.; ABALOS, P.; PINOCHET, L.; SCORTTI. M.; URCELAY, S. Diagnostic efficiency of Brucella solublc antigcns in imrnunodiffusion tests anel ability to diffcrentiatc Brucella abortus strain 19 vaccinatcd cattle. Braz . .J. veto Res, animo Sei., São Paul,o v. 36, n. 3, p. 116-120, 1999. b) RID: was performeel according to methods described previously'". Briefly, agarose at a final concentration of 0.8% and 10% NaCI was prepared using two buffers: glycine 0.1 M, pH 7.8 and TRTS-HCI 0.1 M, pH 7.2, to determine the betterfor each antigen. Egual volumes of gel and antigen dilutions were mixed at 60°C and 5 ml were poured into 50 mm diameter polystyrene Petri dishes. Petri clishes were stored at 4°C by 24 hours anel then I mm diameter wells were done and filled up with 5 f-IIof test and control sem.
Both agarose gel preparations were maintained in a moist chamber at room temperature and at 35°C without moisture to determine the best precipitation ring for each antigen. Readings was done at 3, 5, 8 and 24 hours.
OPTIMIZATION OF ANTIGEN USE FOR EACH IMMUNODIFFUSION TEST
Preliminary assays were performed because these antigens have never been used simultaneously in AGID and RID: for the AGID, 500 ug/rnl of the PS antigen were used according to a previous report"; double dilutions from 12.5 ug/rnl to 100 ug/rnl of NH were tested; and O-Chain was tested in concentrations of 25, 50, 125, 250 anel 500 ug/ml. 88.5 For the R1D test both in glycine and TR1S-HCI buffer agarose gels, different antigen dilutions were tested. The NH was used at 20 ug/ml according to previous reports'v; the O-Chain was prepared in 2.5, 10,20,50 and 75 ug/rnl concentrations; the PS antigen was also diluted in 20, 50, 100 and 200 ug/rnl concentrations. In both tests the diluent was distillated water and all dilutions were tested against 10 control sera of each group, as a preliminary assay. Analysis of results Se and Sp for AGID and RID were calculated with a) and b) bovine sera group respectively, according to Martin et ai. 7 The ADV for AGID and R1D tests was calculated just with sera belonging to S19 vaccinated animaIs (group c), using the next proportion: ADV = N°of negative sera from vaccinated animaIs by AGID or RID x 100
N°sera from vaccinated animais tested by AG1D or RID The results of the different antigens were compared using Me Nemar's chi-squared test as a measure of statistical association, and the strength ofthis association was determined by the Odds Ratio (OR) method".
RESULTS
For the AGID test, the best antigen concentrations to obtain an optimal precipitation lines were: 50 ug/rnl of NH antigen; 125 ug/ml O-Chain antigen; as expected 500 ug/ml of PS antigen gave a clear precipitation line.
For the RID test the best performance was obtained using the following concentrations of antigens and agarose buffered media: 20 ug/ml in glycine buffer for the NH antigen; 50 ug/rnl of O-Chain antigen also in glycine buffer. Both antigens required incubation in moist chamber at room temperature; the PS showed the greatest precipitation ring at a 200 ug/rnl in TRIS HCI buffer and required 35°C without moisture during the incubation.
The AGID test showed the highest sensitivity (86.6%) with the PS antigen, while the specificity and the ADV were of 100% for the three antigens. These results can be seen in Tab. 1.
The RID test gave the best sensitivity (84.2%) with the NH antigen, while the Sp was 100% with ali the antigens; using the O-chain the ADV was 100%. Only seven sera of vaccinated heifers gave a very small precipitation ring with the PS and NH antigen. The RID test results can be seen in Tab.2.
The Se in AGID test using the three antigens did not show significative differences (p>0.05) and they were strongly associated (OR = 0.33). Using RID test, Se significative differences were detected between NH and PS respect to 0-Chain; while O-Chain showed significative differences (p<0.05) in ADV respect to the former antigens.
DISCUSSION
The simultaneous cornparison of the three antigens represents an original study, because its fulfillment at the same time limited the effect of laboratory changes that potentially influence test performance.
With respect to the sera, we think that the samples of naturally infected cattle are representative offield conditions in Chile and allowed us to evaluate the Se performance of each antigen in front of different antibody levels. In the same way the Sp evaluation with sera obtained in free brucellosis area allowed us to have a condition that is difficult to achieve in brucellosis. When considering sera from S 19 vaccinated DAFFNER, J.; ABALOS, P.; PINOCHET, L.; SCORTTI, M.; URCELAY
heifers we provided a better assessrnent of the tests, because these sera were obtained close after vaccination when antibodies were still in a high titer. The ADV proportion appeared to be a good way to assess the ability of the tests to correctly diagnose as negative animais those which have been vaccinated and resulted positive to classical tests, specially when the antigens were used in the AGID test.
About lhe antigen perforrnances in AGID, the NH results are very irnportant because this was the first time it was done. According to a previous report", the O-Chain showed an excellent precipitation line, perhaps due to its high purity and also its diagnostic perforrnance was optimal. The PS antigen had a behavior according to forrner reports'"!"!' showing an excellent Sp and ADV and also gave the fast diffusion rate at 24 hours. As to the Se values offered in AGID test by the PS, there is an agreement with a previous report!', although in our work this Se 
